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CHAPTER 16.  EQUIPMENT REPLACEMENT REPORTS 
 
 
16-1. INTRODUCTION 
 
This chapter discusses equipment replacement reports for MEDCASE/SuperCEEP 
requirements. 
 
 
16-2. GENERAL 
 
The user can access an equipment replacement report by utilizing an ad hoc Business 
Objects query through DMLSS or by downloading the report via JMAR. The report lists 
equipment eligible for replacement based on year-in-service and projected life 
expectancy. This information can be used for numerous purposes, including defense 
of the MEDCASE/SuperCEEP program budget.  
 
 
16-3. EQUIPMENT REPLACEMENT  REPORT 
 

a.  The Equipment Replacement report is intended as a long-range, 5-year 
equipment requirements forecast. The report is centrally generated for all MEDCASE/ 
SuperCEEP requirements to develop and defend the program budget as part of the 
Program Objective Memorandum (POM) process. Activities may also generate this 
report whenever required. Reports should be used as a management tool for strategic 
planning and should not be the sole justification for replacement.  

 
b.  DMLSS.  Reports generated in DMLSS are accessed by entering the 

Equipment Management module and clicking on the Reports tab. The Equipment 
Replacement report is located under the Standard Inquiry tab. 
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Replacement Year 1 – Indicates items deferred from previous years, which are past 
their life expectancy. In the example above, the report was generated in 2002, thus 
equipment listed in Replacement Year 1 should have been replaced in 2001 or earlier. 
Replacement Year 2 – Indicates items that will reach their life expectancy in the 
current calendar year. For the above example, equipment in Replacement Year 2 
should be replaced in 2002. 
Replacement Year 3 – Indicates items that will reach their life expectancy in the 
following calendar year. For the above example, equipment in Replacement Year 3 
should be replaced in 2003. 
Replacement Year 4 – Indicates items that will reach their life expectancy in two 
calendar years. For the above example, equipment in Replacement Year 4 should be 
replaced in 2004. 
Replacement Year 5 – Indicates items that will reach their life expectancy in three 
calendar years. For the above example, equipment in Replacement Year 5 should be 
replaced in 2005. 
LE – Indicates the life expectancy of the item. 
YRS DEF – Indicates years past life expectancy of the item. 
MAINT COST – Indicates maintenance costs. 
ACQ COST – Indicates acquisition costs. 
 

c.  JMAR.  Reports generated in JMAR are accessed by logging on to the 
website https://jmar.detrick.army.mil. Click Asset Visibility, Equipment, and then 
Equipment Replacement Value Roll-up or Equipment Replacement Value Detail based 
upon preference.  
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Previous Years - Indicates items deferred from previous years, which are past their 
life expectancy. In the example above, equipment listed in Previous Years should 
have been replaced in 2005 or earlier. 
Base Year – Indicates items that will reach their life expectancy in the current 
calendar year. In the above example, equipment listed in the Base Year should be 
replaced in 2006. 
2007 – Indicates items that will reach their life expectancy in calendar year 2007. 
2008 - Indicates items that will reach their life expectancy in calendar year 2008. 
2009 – Indicates items that will reach their life expectancy in calendar year 2009. 
ACQ – Acquisition Date 
ACQ Cost – Acquisition Cost 
Life Expectancy QTY – Life expectancy of requirement 
 


